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The  University  of  Auckland's  Department  of  Electrical  Engineering  has 
for  the  past  8  months  been  host  to  two  Chinese  Oceanographic  Engineers. 
The  purpose  of  the  visitors'  residence  in  New  Zealand  has  been,  apart 
from  general  aspects  of  technical/cultural  interchange,  to  develop 
apparatus  for  drift  buoy  experiments  in  the  Yellow  Sea  and  other  North 
China  waters.  Drift  buoys  programmed  to  transmit  from  built-in  crystal 
clocks  and  capable  of  transmitting  several  watts  of  power  at  6.247  MHz 
have  been  built. 


As  the  buoys  drift  they  will  be  located  by  crossed  bearings  obtained 
from  two  fixed  aerial  Adcock  direction-finding  installations,  two  hun¬ 
dred  or  so  kilometers  apart,  on  the  Chinese  mainland.  Position  data, 
as  the  buoys  drift,  for  defining  water  movement  and  some  telemetering 
of  temperatures,  etc.,  is  the  main  interest. 
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While  carrying  out  tests  during  the 
development  of  the  apparatus,  a  very 
simple  tripod-supported  direction 
finder  was  developed  for  use  as  an 
auxiliary  to  the  Adcock  system.  It 
is  the  intention  of  this  article  to 
describe  this  device. 

The  novelty  of  the  receiver  is  that 
it  uses  the  homodyne  principle  to 
give  a  very  simple,  highly  sensitive 
and  adequately  selective  circuit. 

The  circuit  is  shown  in  Figure  1. 

It  can  be  seen  that  the  output  of 
the  balanced  loop  aerial  passes  to  a 
mixer  where  it  is  heterodyned  with  a 
local  crystal-controlled  oscillator. 
The  frequency  of  this  oscillator  is 
1000  cycles  away  from  the  frequency 
of  the  incoming  carrier.  The  audio 
frequency  beat  is  amplified  for  the 
loud  speaker. 

Drifter  buoys  of  the  type  used 
(operating  on  the  international 
oceanographic  frequency  of  6.247  MHz) 
are  expected  to  be  received  by  means 
of  their  ground  wave  signals  which 
are  useful  over  a  distance  of  about 
200  miles  (Whelan,  et  al,  1975) . 

The  transmissions  are  therefore 
independent  of  ionosphere  conditions 
and  it  is,  in  fact,  found  preferable 
to  take  bearings  on  the  buoys 
between  the  hours  of  9  air.  and  3  pm 
when  conditions  for  receiving  more 
remote  signals  are  worst.  In 
New  Zealand  the  6-MHz  band  is  almost 
silent  during  these  daylight  hours 
so  that  high  selectivity  is  not 
needed  for  receiving  the  buoy 
signals.  For  this  reason,  the 
receiver  did  not  incorporate  any 
filtering  beyond  the  simple  RC 
networks  shown.  Good  signals  were 
obtained  from  a  buoy  separated  by 
400  kilometers  (over  a  sea  path) 
from  the  homodyne  receiver. 

In  order  to  test  whether  the 
conditions  in  remote  New  Zealand 
were  unique,  the  receiver  has  been 
tested  at  a  Hong  Kong  beach  site. 

Here  it  was  also  found  that  the 


receiver  received  no  interfering 
signals  during  the  9  am  to  3  pm 
period,  although  beyond  these  times 
very  many  interfering  signals 
transmitted  by  ionosphere  reflection 
from  almost  everywhere  in  Asia  could 
be  heard. 

The  receiver  is  built  in  a  small 
aluminum  box  which  includes 
batteries  and  a  loudspeaker  and  to 
which  the  loop  is  fixed.  The  box 
turns  with  the  loop  when  a  null  is 
being  obtained.  The  loop  is  made  of 
a  circle  of  aluminum  14-cm  in 
diameter  and  6-cm  wide.  The  circle 
is  incomplete  for  half  a  centimeter 
at  the  top.  Around  the  aluminum 
band  four  turns  of  screened  cable 
are  wound.  This  coil  is  center 
tapped  at  the  bottom  and  ground 
connections  are  made  to  the 
screening  of  each  turn  here.  At  the 
top  of  the  loop,  where  the  aluminum 
band  is  interrupted,  interruptions 
are  also  made  in  the  screen  of  each 
turn  so  that  no  short  circuiting 
turns  exist.  The  null  for  good 
signals  is  very  sharp  and  there  is 
no  difficulty  in  obtaining  bearings 
accurate  to  plus  and  minus  half  a 
degree  with  the  direction  finder. 

The  noise  level  of  the  receiver  is 
the  equivalent  of  about  1  microvolt 
at  the  input. 

It  is  intended  to  use  the  buoys  at 
distances  beyond  the  ground  wave 
range  of  200  miles.  In  these  cases, 
the  Adcock  direction  finders  with 
their  vertical  aerials  and  consequent 
immunity  from  the  horizontal 
component  of  ionosphere  reflected 
waves  will  be  necessary.  Owing  to 
the  frequent  low  level  of  those 
signals,  and  the  interference 
received  with  them,  it  will  be 
preferable  to  use  the  Adcock  and 
goniometer  method  of  obtaining 
bearings  rather  than  the  recently 
developed  direct  phase  comparison 
methods  which  are  possible  when  clear 
signals  are  assured. 
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Parts  List 


R1 

100  KH 

*2 

i  Mn 

R3 

1  Mfi 

R4 

510  n 

R5 

8.2  Kfi 

R6 

6.8  Mfi 

R7 

8.2  Mfi 

R8 

3.9  Kfi* 

R9 

3.9  Kfi* 

rio 

5.6  Kfi 

R11 

2.7  Kfi 

R12 

1  Mfi 

R13 

10  Mfi 

R14 

3.3  KS2 

R15 

1  KS3 

R16 

100  Kfi 

R17 

1  MSI 

C1 

0.1  uf 

C2 

2-22  pf 

C3 

0.1  pf 

C4 

.01  pf 

C5 

.01  pf 

C6 

2-22  pf 

C7 

.01  pf 

C8 

.01  pf 

C9 

.01  pf 

cio 

.2  pf 

C11 

1500  pf 

C12 

2-22  pf 

C13 

330  pf 

C14 

220  pf 

C15 

0.1  pf 

C16 

1  yf 

C17 

.01  pf 

C18 

10  pf 

C19 

100  pf 

C20 

.01  pf 

L^  32  Turn  Central  Tapped 

L2  30  Turn  Central  Tapped 

4  Turn  Central  Tapped 
14  cm  Diameter 


1 

_  /  40841 
T 

2 

T3  BC214B 

T.  BC549 
4 

T5  BC184B 
Tg  BC189B 
T7  40841 
T  2N5459 
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Propeller  Rotation  Direction  Circuit 


We  wished  to  study 
the  characteristics 
of  a  propeller  when 
a  progressive  wave 
was  passing  over  it. 

As  part  of  this 
study  we  needed  to 
simultaneously  re¬ 
cord  the  propeller 
speed,  its  direction 
of  rotation ,  and 
the  wave  profile. 

A  very  simple  circuit 
was  designed  that 
functioned  to  help 
measure  the  propeller's 
angular  position  and 
its  direction  of 
rotation . 


SC*  I  "  SC2  *  CIOS 
LLL2  "  REE 0  SWITCHES 

ai.02.JA5*  Figure  2. 


Four  radial  magnets  were  attached  to  the  propeller.  For  our  application,  it 
was  fully  verified  that  the  magnets  did  not  modify  the  original  mechanical 
propeller  characteristics.  Two  reed  switches  were  placed  on  the  propeller 
support  elements  so  that  when  a  magnet  passed  near  them  the  switches  closed 
and  opened  almost  at  the  same  time.  The  switch  closures  followed  two  dif¬ 
ferent  sequences  depending  on  the  propeller's  direction  of  rotation  (Fig¬ 
ure  1) .  When  the  rotation  direc- 
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DIACCTION  n*  2  . 
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ROTATION 
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tion  No.  1  is  applied,  the  oper¬ 
ation  of  the  circuit,  depicted 
in  Figure  2 ,  may  be  described  in 
the  following  terms. 


SI.  *2,  REEO  SWITCHES 

I  WEANS  CLOSED  SWITCH  ;  0  MEANS  0RENE0  SWITCH 


Step  A:  SI  and  S2  opened,  then 
Vcl  =  Vc2  ■  o  V 


ST  EP 

ROTATION  (DIRECTION 

rotation|oircction 
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Figure  1. 


Step  B:  SI  closed  and  S2  opened, 

then  Vcl  ■  Vcc;  Vc2  »  O  V; 
and  Vg2  »  Vcc 

Step  C:  Si  and  S2  closed,  then  Q1 
and  Q2  are  saturated! 

Vcl  -  Vc2  -  Vce 
(saturation)  •  0,3  V 

Step  D:  Si  opened  and  S2  closed, 
then  Vcl  -  0;  Vc2  «  0.3  V 
because  SCR2  is  still 
conducting.  With  the  other 
rotation  direction  (No.  2) 
similar  considerations 
apply. 
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Output  signals 
are  shown  in 
Figure  3. 

Rotation  direc¬ 
tion  No.  1  gave  a 
pulse  of  ampli¬ 
tude  Vcl  =  Vcc 
on  output  No.  1, 
and  a  small 
amplitude  pulse 
(Vce  (sat))  on 
output  No.  2. 
Equivalent  sig¬ 
nals  occurred 
for  rotation 
direction  No.  2. 
Placing  a  diode 
between  the  out¬ 
put  and  load, 

Vce  (sat)  can 
be  avoided  if 
desired. 


Vcl  Vcl 


Figure  3. 


Output  signals 
with  a  clock 

signal  are  recorded  on  different 
channels  of  a  chart  recorder. 

With  time  intervals  between  pulses 
generated  by  this  circuit,  clock 
period,  and  the  propeller  calibration 
curve,  we  can  compute  propeller 
speed.  Propeller  rotation  direction 
is  resolved  by  noting  on  which 
channel  the  pulses  are  recorded. 

To  process  a  great  amount  of  data, 
it  would  be  desirable  to  determine 
speed  and  rotational  direction 
digitally.  A  microprocessor  would 
perhaps  be  the  most  suitable  solution 
to  achieve  this. 


FOR  FURTHER  INFORMATION ,  CONTACT: 


Dardo  0.  Guaraglia 

©received  his 

electronics  engi¬ 
neering  degree  from 
the  University  of 
La  Plata  in  1975. 
Since  graduation  he 
^ I  A  has  been  working  on 

Mm  A  current  meters , 

wavemeters,  and 

tide  meters  at  the  Naval  Hydrographic 
Service  in  Argentina. 


Daniel  Valladares, 
a  junior  technician, 
has  worked  in  the 
Naval  Hydrographic 
Service  of  the 


Dardo  0.  Guaraglia 
S.H.N. 

Departamento  de  Oceanografia 
Avenida  Montes  de  Oca  2124 
Buenos  Aires,  Argentina 


Argentinian  Navy 
since  1978.  He 
is  involved  with 
current  meter 
dcve lopment. 
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Encoder  Cap  Deformation 
in  the 
Aanderaa 

Current  Meter 

In  a  recent  attempt  to  determine  the 
cause  of  premature  battery  failure 
in  the  Aanderaa  RCM-5  current  meters 
used  by  the  U.S.  Naval  Oceanographic 
Office,  a  simple  battery  life  test 
was  performed  using  several  Aanderaa 
current  meters  powered  by  different 
commercially  available  batteries 
designed  for  this  instrument.  The 
meters  were  set  to  the  shortest 
sample  interval  of  30  seconds  and 
placed  in  a  cold  room  at  0°C  with 
the  intent  of  monitoring  the  battery 
voltage  versus  samples  recorded. 

One  day  after  the  start  of  the  test, 
two  of  the  instruments  had  noticeable 
tape  transport  problems.  They  ceased 
to  function  completely  during  the 
second  day  and  the  problem  was 
apparently  independent  of  the  battery 
type.  As  a  result,  each  meter  was 
closely  examined  with  the  following 
results. 

It  was  determined  that  the  "setting  appeared  as  a  flattening  of  the 

wedge"  on  the  inside  surface  of  the  plastic  rim  against  the  outside  edge 

plastic  encoder  cap  was  rubbing  of  the  setting  wedge.  This  wedge 

against  the  outside  surface  of  the  edge  is  flat  rather  than  curved  to 

encoder  in  each  of  the  meters  that  conform  with  the  curvature  of  the 

had  failed  (see  Figure  1) .  This  encoder  cap.  Examination  of  new 

increase  in  friction  resulted  in  an  replacement  encoders  revealed  that 

increased  power  consumption  and  the  this  outside  edge  of  the  setting 

unexpected  premature  failure  of  the  wedge  has  subsequently  been  modified 

test  meters.  Upon  examination  of  by  the  manufacturer  to  conform  with 

the  encoder  cap,  a  deformation  of  the  the  curvature  of  the  encoder  cap 
plastic  was  found  at  the  point  where  (see  Figure  lb) .  The  overall 

the  setting  wedge  is  attached  to  the  diameter  of  the  encoder  caps  has 

inside  surface  of  the  cap  (see  been  increased  by  approximately 

Figure  la) .  This  deformation  one  millimeter. 


(a)  Dtformtd  *ncod«r  cop 


(b)  Non-d«form«d  «ncod«r  cap 


FIGURE  1  Inside  view  of  an  Aanderaa  encoder  cap 
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To  avoid  the  expense  of  replacing  the 
encoder  cap  to  solve  this  problem,  it 
is  possible  to  apply  a  small  amount 
of  heat  to  the  deformed  surface  to 
return  it  to  its  original  curvature 
and  then,  while  the  cap  is  still 
warm,  replace  only  the  setting  wedge 
with  a  new  curved  wedge  rather  than 
one  with  a  flat  outside  edge.  The 
cap  will  then  hold  its  curvature  and 
should  allow  the  clearance  necessary 
to  avoid  dragging  in  the  encoder. 


FOR  MORE  INFORMATION,  CONTACT 

Bruce  Bricker,  Code  7211 

U.S.  Naval  Oceanographic  Office 

NSTL  Station,  Bay  St.  Louis,  MS  39522 

Telephone:  (601)  688-4241 


Bruce  Bricker  received  a  BSE  de¬ 
gree  in  Science 
Engineering  and 
a  BS  degree  in 
Meterology  and 
Oceanography 
from  the  Univer¬ 
sity  of  Michigan 
in  1973.  He 
obtained  a  !4S 
degree  in  Phys¬ 
ical  Oceanog¬ 
raphy  from 
Florida  State 
University  in  1976.  He  is  pres¬ 
ently  working  for  the  U.  S.  Naval 
Oceanographic  Office  in  Physical 
Oceanography.  Areas  of  interest 
are  in  the  measurement  of  deep 
ocean  currents  and  other  physical 
properties. 
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